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ABSTRACT We have determined the
three-dimensional image-forming prop-
erties of an epifluorescence micro-
scope for use in obtaining very high
resolution three-dimensional images of
biological structures by image process-
ing methods. Three-dimensional micro-
scopic data is collected as a series of
two-dimensional images recorded at
different focal planes. Each of these
images contains not only in-focus infor-
mation from the region around the focal
plane, but also out-of-focus contribu-
tions from the remainder of the speci-
men. Once the imaging properties of
the microscope system are character-
ized, powerful image processing meth-

ods can be utilized to remove the out-
of-focus information and to correct for
image distortions. Although theoretical
calculations for the behavior of an
aberration-free microscope system are
available, the properties of real lenses
under the conditions used for biological
observation are often far from an ideal.
For this reason, we have directly deter-
mined the image-forming properties of
an epifluorescence microscope under
conditions relevant to biological obser-
vations. Through-focus series of a

point object (fluorescently-coated mi-
crospheres) were recorded on a
charge-coupled device image detec-
tor. From these images, the three-

dimensional point spread function and
its Fourier transform, the optical trans-
fer function, were derived. There were
significant differences between the
experimental results and the theoretical
models which have important implica-
tions for image processing. The dis-
crepancies can be explained by imper-
fections of the microscope system,
nonideal observation conditions, and
partial confocal effects found to occur
with epifluorescence illumination. Un-
derstanding the optical behavior of the
microscope system has indicated how
to optimize specimen preparation, data
collection, and processing protocols to
obtain significantly improved images.

INTRODUCTION

Light microscopy is unique in its ability to allow biologi-
cal specimens to be examined as living samples or under
conditions that closely approximate the living state. The
recent advent of a wide variety of highly selective fluores-
cent probes (DNA-specific dyes, monoclonal antibodies,
calcium- and pH-sensitive fluorescent dyes, etc.; reviewed
in Waggoner et al., 1989) adds to the fundamental power

of light microscopy the ability to examine the spatial
distribution of specific cellular components. With
increasing frequency, current questions in cell biology
focus on elucidating the spatial relationships of cellular
components in three dimensions.

Unfortunately, light microscopes are far from ideal for
imaging three-dimensional specimens at high resolution.
Three-dimensional data can be collected as a series of
images obtained by sequentially incrementing the posi-
tion of the focal plane. Due to the large depth of field in
light microscopes (Sheppard, 1987), however, each of
these images contain in-focus information from a region
immediately surrounding the focal plane together with
out-of-focus contributions from the remainder of the
specimen. A fundamental requisite, then, for high-resolu-
tion three-dimensional imaging is the ability to remove

the out-of-focus information contaminating the observed

image. Furthermore, because many biological questions
demand optical resolutions approaching or even beyond
the defraction limit, image processing is necessary to
extract the maximal amount of information available
from the specimen. Such processing methods can be
applied to images derived from confocal, as well as

nonconfocal, optical sectioning microscopy.
The removal of the out-of-focus information that con-

taminates each image requires accurate knowledge of the
three-dimensional image-forming properties of the micro-
scope. The optical properties of a microscope system are

dominated by the behavior of the objective lens, which is
the principle image-forming component. Although the
high-quality, multielement objective lenses found in mod-
ern microscopes have been designed to minimize image
distortion in the in-focus plane, residual chromatic, and
spherical aberrations, and the finite numerical aperture
(NA) all lead to errors when recording images from
two-dimensional, and especially from three-dimensional,
specimens (see chapter 5 in Inoue, 1986).
The manner in which the optical system of a micro-

scope distorts and degrades the image of an object is best
understood in terms of the microscope's point-spread
function (PSF) or its Fourier transform, the optical

Biophys. J. e Biophysical Society
Volume 57 February 1990 325-333

0006-3495/90/021325109 $2.000006-3495/90/02/325/09 $2.00 325



transfer function (OTF). Both of these functions seek to
describe how the image of an ideal point object (a delta
function) is spread out in three dimensions by passage

through the microscope. Image processing to recover an

undegraded image requires accurate knowledge of the
OTF. The three-dimensional OTF for a light microscope
has been theoretically treated for the case of a diffraction-
limited, aberration-free microscope system (Hopkins,
1955; Stokseth, 1969) and useful approximations have
been developed for the purposes of numerical evaluation
(Stokseth, 1969; Castleman, 1979). Unfortunately, real
optical systems are prey to a variety of aberrations and so

do not obey these simplified models. This is especially
apparent when using high-NA immersion lenses where
the assumption of paraxial behavior breaks down. We
report here on the use of a cooled, charge-coupled device
(CCD) imager to provide sufficient data quality for the
direct experimental determination of the complete three-
dimensional OTF for an epifluorescence microscope. This
analysis revealed several significant differences from the
theoretical models, including a partial confocal effect
which has important implications for three-dimensional
resolution and image processing.

Image formation in three
dimensions

The behavior of an imaging system is best described in
terms of how an idealized point object would spread out
and take on a characteristic shape called the point spread
function (PSF). As discussed previously (Castleman,
1979; Agard, 1984; Agard et al., 1989), once the micro-
scope's PSF is known, the way in which an arbitrary
image is distorted can be predicted for a linear shift-
invariant system by convolving the "true" image with the
PSF:

i(x,y, z)
x' y' z

o(x', y', z') s(x - x', y -y',z - z') dx'dy'dz', (1)

where i is the observed image, o the object or "true"
image, s is the PSF or smearing function, and the z index
refers to the focus direction. For a general discussion of
convolutions see the relevant sections in Bracewell (1965)
or Castleman (1979). It is often convenient to recast Eq. 1

in terms of its Fourier transform:

I(u, v, w) = O(u, v, w) . S(u, v, w), (2)

where capital letters refer to the Fourier transforms of the
corresponding lower-case quantities, (u, v, w) are the
Fourier space analogues of (x, y, z), and the convolution
is now simplified to a multiplication. The Fourier trans-
form of the PSF (S) is called the optical transfer function
(OTF). Hopkins (1955), Stokseth (1969), and Castleman

(1979) have all described formulae for approximating the
two-dimensional OTF of an objective lens as a function of
defocus z, S,(u, v). The complete three-dimensional
OTF, S(u, v, w), can be calculated from a set of two-
dimensional OTFs by Fourier transformation:

S(u, V, W) = f S.(u, v)e2rizw dz. (3)

This Fourier transform can be performed either analyti-
cally (Erhardt et al., 1985) or numerically (Agard, 1984).
From the theoretical derivation (Stokseth, 1969), the
function Sz is strictly symmetrical in terms of the defocus
path length error and not in terms of the defocus distance.
However, the deviations from symmetry for ideal high-
NA lenses are quite small within the defocus range of
+ 5.0 ,um, and for our purposes can be neglected.

Unfortunately, many assumptions of ideality go into
the calculation of the two-dimensional OTFs. The errors

introduced by these assumptions become significant for
high-NA lenses and are further exaggerated when calcu-
lating three-dimensional OTFs. Alternatively, it is possi-
ble to determine the three-dimensional OTF experimen-
tally by recording a set of images of a point source at
different amounts of defocus. These images can be Fou-
rier transformed in two dimensions to yield the S,(u, v)
required by Eq. 3, or directly Fourier transformed in three
dimensions.

MATERIALS AND METHODS

Microscope system
The microscope system used for these studies was built around a Zeiss
inverted Axiomat microscope equipped with a liquid nitrogen-cooled
(-1200C) 640 x 1024 pixel CCD (Photometrics, Ltd., Tucson, AZ).
Microscope focus control and data collection are controlled by menu-
driven software running on a VAX 8650 computer system. The cooled
CCD is a nearly ideal imaging device for biological microscopy,
combining high sensitivity, extreme linearity, a wide dynamic range,
and geometric accuracy (Hiraoka et al., 1987). These properties are
absolutely essential for accurate quantitation of fluorescent images.
Digital resolution of the CCD data is 14 bits per pixel (16,384 grey
levels); pixel size is 60 nm at the object plane with 63 x objective lenses.
Data collection of the bead images was done using on-chip summation of
2 x 2 pixels to give improved sensitivity with an effective pixel size of
0.12Itm and a total image size of 320 x 512.

OTF determination
Small polystyrene beads (90 nm in diameter) coated with a fluorescent
dye (Pandex Laboratories, Inc., Mundelein, IL) having an emission
spectrum of 470-530 nm (maximum at 490 nm) were used as point light
sources. A 450-490-nm band-pass exciter filter, 510-nm dichroic
mirror, and a 520-560-nm band-pass barrier filter were used. For
examining the OTF of the oil immersion objective lens (Leitz 63 x/
NA= 1.4), the fluorescent beads were dried onto coverslips. The
coverslip was reversed and placed on 2-,ul of glycerol on a glass slide so
that the beads were mounted in glycerol on the underside of the
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coverslip; the coverslip was sealed with nail enamel to establish the
physical stability of the specimen during data collection. Residual
spherical aberration in the objective lens will seriously degrade the
three-dimensional imaging capabilities of the microscope and lead to a
very asymmetric PSF (Hiraoka et al., 1987). Immersion oils with a

variety of refractive indices (,U" = 1.460 - 1.640 at an interval of 0.002
(R. P. Cargille Labs, Inc., Cedar Grove, NJ) where i25 refers to the
refractive index at 250C for the sodium D line, 589 nm) were used to
alter the optical path length. To examine the effect of the mounting
medium layer thickness on the optical behavior, we used four-well glass
slides (Cel-Line, Inc., Newfield, NJ). The beads were dried onto the
bottom of the wells; the wells were filled with glycerol and covered by a
coverslip. The beads were attached also on the coverslip and used to
measure the depth of the glycerol layer. The point images were obtained
from the beads on the bottom of the wells. For the coverslip-free
water-immersion objective lens (Zeiss 63 x/NA = 1.2), the beads were

dried onto a glass slide and imaged in buffer A without a coverslip
(buffer A: 15 mM 1,4-piperazine-diethanesulfonic acid, pH 7.0, 80 mM
KCI, 20 mM NaCl, 0.5 mM EGTA, 2 mM EDTA, 0.5 mM spermidine,
0.2 mM spermine, 0.1% 2-mercaptoethanol). Buffer A is routinely used
during our investigations of chromosomes because it optimally preserves
their structure (Belmont et al., 1989). Buffer A has no significant effects
on the imaging properties of the microscope and behaves optically like
water. Three-dimensional images of the single beads were recorded on

the CCD as a set of 36 images from z = -3.5 to +3.5 ,um, taken at
0.2-,gm focal intervals. To improve the signal-to-noise ratio, which was

especially important at large amount of defocus, the several beads on

each image section were superimposed by a two-dimensional least-
squares fitting procedure and subsequently averaged. The field of view
was sufficiently small that point images were spatially invariant over the
CCD field as shown by standard deviation statistical analysis, making
each bead optically equivalent. The superimposed bead images from
each section were radially averaged about a center of rotational symme-
try as determined by least-squares fitting of the original and 1800
rotated images. The radial two-dimensional OTF was calculated by
Fourier-Bessel transformation of the radially-averaged bead image:

F(q) = 27ir ff(r)JO(27rqr)r dr,

where Jo(x) is a zero-order Bessel function. The three-dimensional OTF
was calculated by direct three-dimensional Fourier transformation of
the aligned and averaged stack of bead images and then cylindrically
averaged in Fourier space.

Measurement of illumination
intensity
Illumination intensity was estimated using a thin uniform layer of a

fluorescent dye, rhodamine, sandwiched between a coverslip and a slide.
2 ,Al of glycerol containing rhodamine dye was put on a glass slide and
covered with a coverslip (thickness No. 1.5 (0.17 mm), 22 x 22 mm);
the excess glycerol was removed by pressing the coverslip until the
thin-layer interference appeared so that the specimen thickness was

estimated to be one-fourth of visual light wavelength, effectively behav-
ing as a two-dimensional specimen. This sample was imaged on the
CCD at l-,um focal intervals, using the Leitz 63x/NA = 1.4 oil
immersion objective lens and 1721 = 1.515 immersion oil. A 546-nm
band-pass exciter filter, a 580-nm dichroic mirror, and a 590-nm-long
wavelength-pass barrier filter were used. The intensity along the optical
center was calculated by averaging the intensity of the five most central
pixels for each focal plane.
The variation in illumination dose with focus was also measured by

integrating the total intensity emitted from a single bead at varying
amounts of defocus. These measurements were repeated for a variety of

circular apertures (0.05, 0.1, 0.16, 0.25, 0.4, 0.63, 1.0, 1.6, and 2.5 mm
diameter) placed in the epiillumination field diaphragm position. Using
a 63 x objective lenses in our microscope system, these apertures
illuminate a circular area with a diameter of 1.8, 3.6, 5.8, 9.0, 14, 23, 36,
58, and 90,m, respectively, in the infocus object plane. To facilitate
comparison with the dimensions of biological specimens, aperture sizes
will hereafter refer to the diameter of the area illuminated in the object
plane.

RESULTS

Optical properties of an epifluorescence microscope sys-
tem were characterized using small (-emission wave-
length/5) fluorescently-labeled beads as point light
sources. The PSF was determined by recording point
images on the CCD detector at different amounts of
defocus above and below the object plane. For the mea-
sured data to correspond to the microscope's PSF, it is
very important that the bead size be small compared to
the diffraction limit. If this is not the case, the measured
data will instead correspond to the convolution of the PSF
with the bead shape. For beads larger than -0.2 ,um and
at small values of defocus, the result will be dominated by
the bead shape and not by the PSF. Unfortunately, the
use of very small beads places stringent requirements on
detector sensitivity. The exceptional sensitivity, photo-
metric linearity, and geometric fidelity of the CCD was
essential for obtaining accurate data with the very small
beads. Two- and three-dimensional OTFs were calculated
from averaged bead images by Fourier transformation as
described in Methods. In this report, the following nota-
tion is used for OTFs: OTF(u, v, w) for a three-dimen-
sional OTF, where (u, v, w) are reciprocal coordinates of
(x, y, z); OTF(q, w) for the cylinderically-averaged
OTF(u, v, w), where q = (U2 + v2)1/2; OTF(q; z) for a
radially-averaged, two-dimensional OTF for the z focal
plane.

Partial confocal effect in
epifluorescence microscopy
In epifluorescence microscopy, illumination is made
through the objective lens, therefore changes in the
excitation light are likely to occur as the focus is varied. If
the effect were significant, this might affect the image-
forming properties of the microscope. To examine this, we
first measured the intensity in the center of the field of a
uniform two-dimensional fluorescent object as a function
of focal distance along the optical axis. As shown in Fig. 1,
the smaller illumination field diameter gave the sharper
intensity falloff. This effect was significant for high-NA
objective lenses (NA = 1.2-1.4), but for a low-NA objec-
tive lens (NA = 0.5) the intensity was essentially invar-
iant with focus up to ± 10 ,um. Note that this measure-
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FIGURE I Illumination intensity as a function of defocus. A thin layer
of fluorescent dye was imaged through the microscope with a Leitz
63x/NA = 1.4 oil objective lens. The intensity on the optical axis is
plotted as a function of defocus. Symbols for the different diameters of
illumination field are: 1.8Am (E), 3.6 ,um (A), 14.4 um (A), and 90 Am
(-).

ment was made from plane images taken through a

microscope instead of directly detecting the intensity at
the object plane.

Another measurement, which provides information
directly related to the OTF analysis, was performed by
illuminating a single fluorescent bead and recording
images while changing the microscope focus. The total
intensity at each focal position was determined by inte-
grating the density values in each image. The integrated
intensity corresponds to the OTF value at q = 0
(OTF[0;z]). The resolution in the z direction can be
evaluated by considering the falloff rate of OTF(0; z) as a

function of defocus (z); the faster the falloff, the higher
the resolution. Conventional imaging theory indicates
that the integrated intensity should be independent of
focus (hence no z-axis resolution).

Fig. 2 shows point images obtained with a coverslip-
free water-immersion objective lens using different sizes
of the illumination field. With a pinhole aperture (making
a 1.8-,gm-diameter illumination field), the PSF fell off
more quickly as the amount of defocus increased com-

pared with that for a wide-open diaphragm (producing a

90-,m-diameter illumination field).
The experimental data for integrated intensity plotted

as a function of the amount of defocus for various sizes of
illumination field is shown in Fig. 3. A pinhole aperture
was centered on the optical axis and a single fluorescent
bead was carefully positioned at the center of the aperture
using the cross-hairs on the microscope. The upper panel
of Fig. 4 A shows images of the single fluorescent bead at
-2 gm defocus illuminated through different aperture
sizes. It is clear that the defocused excitation is strongly
dependent on illumination field size, decreasing with
decreasing size. That this is not simply due to variations in

-2

FIGURE 2 PSF for a water-immersion coverslip-free objective lens. The
PSFs for the Zeiss 63x/NA = 1.2 coverslipless water immersion lens
are shown for two different diameters of illumination field, 90 jm (A)
and 1.8 ,um (B). Numbers represent the defocus amount in micrometers;
negative values of defocus correspond to the objective lens moving
towards the specimen. The defocused images were scaled up by an
arbitrary amount for display purposes.

the total illumination intensity is clear because the varia-
tion with aperture size does not occur at zero defocus
(Fig. 4 A, lower panel). Fig. 4 B shows the integrated
intensity at -2 ,m defocus as a function of illumination
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FIGURE 3 Integrated intensity of point images for a
single fluorescent bead was illuminated at differing fo
total intensity fo the spread point image was integrate
intensity was plotted as a function of defocus. Symbols
of illumination field: 1.8 Aum (E), 14.4 gm (A), 90Mm

field diameter. The smaller illumination f
sharper falloff as a function of defocus.
indicate that in epifluorescence microsco
smaller illumination aperture reduces th
out-of-focus image contamination and prov
resolution in z direction.

Three-dimensional OTF of a
microscope
Theoretical calculations of the OTF for a difraction-
limited light microscope generally assume paraxial
optical behavior with the illumination being independent
of focal position. However, our results indicate that
epifluorescence illumination actually causes a partial
confocal effect, resulting in resolution along the z-axis.
Conventional OTF calculations do not take this into

-4 ,^ ^ .consideration. As the degree of confocality depends upon

4.0 6.0 the aperture choice, it is important to determine the OTF
under the conditions actually used for imaging biological
specimens.

Initially, we examined the microscope's PSF under
defocus series. A standard conditions, i.e., the recommended coverslip

cal plane and the thickness and immersion oil. All high-NA objective lenses
for the diameters tested (1.0-1.4) showed optical aberrations to various
(U). degrees, whereas low-NA lenses (0.4-0.7) showed little or

no aberration. The two most significant aberrations
observed were the lack of circular symmetry in the

Reld gave the defocused images and the significant asymmetry of PSF
These results above and below the focal plane. This latter distortion
opy, using a results from residual spherical aberration in the objective
Le amount of lens caused by errors in the optical path length within the
ides increased microscope. It can be corrected by changing the refractive

index of the immersion medium, by adjusting the correc-
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Three-dimensional Optical Transfer Function 329

FIGURE 4 Point images recorded with varying illumination field diameters. (A) Defocus (-2 Mm) and infocus bead images are shown with a grey
scale of 0-1,000 and 0-5,000, in top and bottom, respectively. Exposure times are 20 s (defocus) and 2 s (infocus). Illumination field diameters are,
from left to right, 1.8, 3.6, 5.8, 9.0 and 14.4 gm. These images were taken using the same single bead. (B) Integrated intensity is plotted as a function
of the illumination field diameter.
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tion collar on lenses so equipped, or directly altering the
tube length to change the optical path length (Cagnet et
al., 1962; Inoue, 1986).
To illustrate this point, Fig. 5 shows sections through

the three-dimensional PSF recorded with immersion oils
having refractive indices ranging from q2n = 1.510-1.530.
The point images for the refractive indices 721D = 1.510,
1.518, and 1.530 are shown (Fig. 5 B) together with a

profile of the center intensity as a function of defocus for

A

1.0
i-0

4' 0.5I

i; /,

B

each refractive index (Fig. 5 A). Using q27 = 1.510 oil, a

series of strong rings were observed on one side (-) of the
focal plane but not the other; this behavior is characteris-
tic of an optical path length that is too short. Conversely,
with 2I = 1.530 oil, the strong rings appeared on the other
side (+) of the focal plane, as expected for a too long
optical path. This behavior can be seen more clearly in x-z
cross-section views (Fig. 5 C), where the PSFs show an

approximately conical appearance very reminiscent of the

-1.0 0.0

Amount of Defocus (pym )

v

,~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~

U.~~~~~~

I I1

C

1.510 1.516 1.517 1.518 1.519 1.520 1.530

FIGURE 5 PSF data for differing immersion oil refractive indices. (A) The center intensity of each point image is plotted as a function of the amount
of defocus. Negative values of defocus correspond to the objective lens moving towards the specimen. Symbols for the refractive indices of immersion
oil: 1.510 (A), 1.518 (v), and 1.530 (-). (B) Point images at a various defocus amount are shown for three refractive indices 1.510 (top), 1.518
(middle), and 1.530 (bottom). These images correspond to observations at defocus values denoted by the open symbols (t, 0, 0) in A, in the same
order from left to right. Arrowhead indicates the infocus position. Data for different refractive indices were normalized by comparing peak heights at 0
defocus; the 1.510 and 1.530 data were scaled to the 1.518 set. To simultaneously display the intense images taken near focus and the faint defocused
images, it was necessary to multiply the images by an arbitrary scaling factor according to the amount of defocus; these scaling factors are 1 for
infocus, 2 for ± 0.6 gm defocus, 4 for ± 1.2 gm and ± 1.6 Mm defocus, 15 for ± 2.2 ,um, and -2.6 Am defocus. (C) x-z cross-section views of the PSFs for
differing refractive indices are shown. The numbers at the bottom are the refractive indices, and the +,-symbols indicate the direction of the
defocus.
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missing cone effects seen in electron microscopy (Agard
and Stroud, 1981). This clearly shows how regions within
the image contribute to the out-of-focus image contami-
nation. The conical appearance was significantly asym-
metrical about the focal plane at qj = 1.510 and became
symmetrical as the refractive index increased. The most
symmetric pattern was obtained with 25 = 1.518. Further
increases in refractive index generated asymmetry to the
opposite side.
The resolution in the z direction was evaluated by

considering the rate of the OTF falloff as a function of
defocus as described above. Radially-averaged two-
dimensional OTFs were calculated for each focal step and
compared as a function of the refractive index. The OTF
falloff at a spatial frequency of 0.16 ,tm' was plotted for
7D" = 1.510, 1.518, and 1.530 immersion oils (Fig. 6). This
spatial frequency was chosen because artifacts related to
the finite size of the box surrounding each bead have their
significant effects within the first node of the sinc func-
tion corresponding to that box size, whereas such artifacts
are virtually eliminated at the node of the sinc function
(0.16 ,um-'). The falloff of the OTF at a spatial frequency
of 0 ,um-', OTF(0; z) was also examined. In either case,
the sharpest falloff in OTF on both sides of the focal plane
was obtained with q25 = 1.518, the same refractive index
that gave the most symmetrical PSF. Therefore, a simple
and practical way to obtain the highest resolution in three
dimensions is to select conditions that make the most
symmetrical PSF.

In the above experiment, the fluorescent beads were

attached directly to the underside of the coverslip to be
consistent with the fact that objective lenses are designed
to be optimally corrected for objects located immediately
below the coverslip. In practice, during the observation of

0

-3.0 -2.0 -1.0 0.0 1.0 2.0
Amount of Defocus (gm)

FIGURE 6 OTF falloff for differing immersion oil refractive indices.
The value of the radially-averaged two-dimensional OTFs at a spatial
frequency of 0.16 Am' are plotted as a function of defocus. Symbols for
the refractive indices of immersion oil: 1.510 (A), 1.518 (0). and 1.530
(0)-

biological specimens it is not always possible to place the
specimen on a coverslip; instead specimens are often
mounted using a mounting medium such as glycerol or
buffer. This layer of mounting medium can also contrib-
ute to the total spherical aberration. For instance, fluores-
cent beads that were placed on a glass slide and mounted
in a 32-,im layer of glycerol showed the asymmetry
pattern characteristic of a short optical path length, when
examined with an immersion oil of refractive index iiD =

1.518. This was due to the refractive index of glycerol
(7iD = 1.417) being lower than that of glass; symmetry
could be restored by using an 25 = 1.528 immersion oil.

For relatively thin specimens, the spherical aberration
caused by the mounting medium itself can be minimized
simply by removing excess mounting medium to place the
specimen as close as possible to the coverslip. Unfortu-
nately, the three-dimensional analysis of thick specimens
poses a more difficult problem. Thus optimal conditions
have to be determined for each type of specimen prepara-
tion based on attaining a symmetrical PSF. Ideally,
high-NA objective lenses should be equipped with correc-
tion collars to allow rapid optimization of the optical path
length for each three-dimensional object. The key point
here is that real viewing conditions for biological speci-
mens are often far from ideal, and if the optical path
length is not taken into account, the resultant images can

be seriously degraded.
Another way to avoid this problem is to use an objective

lens that is designed to be used without a coverslip,
thereby eliminating the potential discontinuity in index of
refraction caused by the coverslip. For this reason we also
determined the OTF of a Zeiss coverslip-free, water
immersion objective lens 63x/NA = 1.2. The PSF
images from fluorescent beads dried on a glass slide and
imaged in buffer A without a coverslip were previously
shown in Fig. 2. Without further corrections such as

changing the index of refraction of the media, the PSF
was nearly symmetrical about the focal plane.

Three-dimensional OTFs determined for the water-
immersion objective lens, together with the theoretical
OTF, are shown in the form of grey-level images of the
cylindrically-averaged OTF(q, w) in Fig. 7. The OTFs
shown in Fig. 7, B and C, were made from the PSFs in
Fig. 2, A and B, respectively, for different aperture sizes.
The values of OTF(0, w) and OTF(q, 0) are plotted as a
function of spatial frequency in Fig. 8. The experimental
OTFs are strikingly different from the theoretical one
(Fig. 7 A), especially at low frequencies. In the theoreti-
cal OTF, no information is available at q = 0, due to the
missing cone effect. In contrast, the experimentally deter-
mined OTFs do contain information at q = 0 (Fig. 7 B).
However, the cutoff frequency at w = 0 is lower in the
experimental OTF than in the ideal theoretical case,

presumably because of residual optical aberrations. The
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1989) using the corresponding OTF (Fig. 7 B), a signifi-
cant amount of low-frequency information was recovered
(Fig. 7 D).

FIGURE 7 Cylindrically-averaged three-dimensional OTFs. (A) Theo-
retically-calculated OTF. Experimentally-determined three-dimen-
sional OTFs for the Zeiss coverslip-free water-immersion objective lens
(63x/NA = 1.2) for apertures producing 90 ,um (B) and 1.8 gm (C)
illumination fields at the specimen plane. (D) Frequency response of a
deconvolved bead image taken using the aperture producing a 90-,gm
illumination field. Note the dramatic increase in w-axis resolution. All
the images are displayed on a logarithmic scale to show intensities
ranging over several orders of magnitude. To make a complete three-
dimensional OTF, rotate the OTF about the w-axis as shown at the top
of the figure.

strength of the OTF at low frequencies was shown to
depend on the size of the aperture used, with the smaller
aperture giving the stronger signal (Fig. 7 C). Use of the
smaller aperture results in a slower falloff of OTF(O, w);
that is, it provides more information in z. (Note that
because OTF[q, w] is a one-dimensional Fourier trans-
form of OTF[q; z], the slower falloff in OTF[q, w] corre-

sponds to the faster falloff in OTF[q, z].) This unex-

pected increase in resolution along the focal direction (z)
is explainable as a partial confocal behavior when using
epiillumination with a high-NA objective lens as

described above. Furthermore, when the three-dimen-
sional bead data corresponding to Fig. 2 A was decon-
volved by an iterative deconvolution method (Agard et al.,

DISCUSSION

For optimal high-resolution three-dimensional light
microscopy, it is necessary to correct for the limitations
inherent in the light microscope. Our approach for
improving resolution and removing the out-of-focus infor-
mation is to computationally deconvolve the observed
microscopic image using the experimentally-determined
OTF. For a complete discussion of deconvolution
approaches see Agard et al. (1989).
We have demonstrated the direct measurement of the

three-dimensional OTF for an epifluorescence micro-
scope under a variety of light conditions. From this has
come a better understanding of the three-dimensional
imaging properties for the light microscope and aware-
ness of how to optimize three-dimensional microscopy by
minimizing spherical aberration. It should be emphasized
that the experimentally-determined OTF is strkingly
different from the theoretical one, especially at low
spatial frequencies. In fact, the difference between the
OTFs determined for the 1.4-NA Leitz oil immersion lens
and the 1.2-NA Zeiss coverslipless water immersion lens
was much smaller than that between the determined and
theoretical OTFs. Thus, it may be practical to provide a
reasonable estimate of the imaging properties of other
high-resolution lenses by interpolation from those
observed here.
The discrepancies between the observed and theoretical

OTFs are a direct consequence of the partial confocal
behavior observed in epiillumination with a high-NA
objective lens. This partial confocal behavior, in turn, is a
direct consequence of the decreased excitation intensity
that occurs with increasing defocus. The use of smaller
illumination apertures improves not only contrast, as is
well known, but also the z resolution in epifluorescence
microscopy.

Eq. 1 can now be extended to include the effect of the
distribution of the excitation light, g(x, y, z) on the PSF:

i(x, y, z) = o(x, y, z) * [s(x, y, z) * g(x, y, z)], (4)

where the * represents the short-hand form of the convo-
lution integral. For transmitted illumination, g(x, y, z) is
constant and we again obtain Eq. 1. For the situation
described here, g(x, y, z) should be related to the convo-
lution of the PSF with the aperture function a(x, y, z):

g(x, y, z) = s(x, y, z) * a(x, y, z). (5)

For truly confocal illumination, a(x, y, z) is a delta
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FIGURE 8 Falloff of the experimental three-dimensional OTF. The values of OTF(q, w) at q = 0 (left) and w = 0 (right) are plotted. Labels A-D
refer to the OTFs in Fig. 7. In left panel, the plot for the theoretical OTF (Fig. 7 A) is not shown because the function OTF(0, w) is nonzero only at
w = 0

function and g(x, y, z) is equivalent to the PSF. There-
fore, as previously reported (Wilson and Sheppard,
1984):

i(x, y, Z) = O(X, y, Z) * S(X, y, Z)2. (6)

Thus, epiillumination shows an intermediate behavior
between transmitted illumination and confocal illumina-
tion. It should be noted, however, that epifluorescence
microscopes have no detector pinhole unlike confocal
microscopes and do not reject the out-of-focus informa-
tion.
The measured three-dimensional OTF has been used in

our laboratories for the routine three-dimensional analy-
sis of a vast range of specimens including yeast, Drosphila
melanogaster embryos, Drosophila Kc tissue culture
cells, and several lines of mammalian tissue culture cells.
Although there may be instances where the OTF must be
determined under the identical conditions for the individ-
ual observation, in general we use the determinations
made for these two lenses as models for other lenses. The
methods described for the characterization of optical
properties of epifluorescence microscope system are quite
general, and could be applied to other light microscope
systems. Using this approach, it should also be possible to
significantly improve images derived from confocal
microscopy.
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